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TIME-INTERVAL COLLECTING DEVICE 
FOR INSECT TRAPS 


By J. S. Smith,^ J. M. Stanley,^ and R. N. Gupton^ 


INTRODUCTION 

In surveying nocturnal insects it is often 
desirable to determine the time of night that a 
particular insect species is most active. The con- 
struction and operation of a programmable 
time-interval collecting device for use with in- 
sect traps is described in this report. The device 
continuously receives insects from a trap over 
a 12-hour period. A fresh collection container is 
automatically positioned under the trap each 
hour. Twelve hourly intervals cover nocturnal 
insect activity nicely. The device requires little 
attention from the operator when it is properly 
built, installed, and adjusted. It should be equally 
valuable for surveying diurnal insects when 
properly adapted to the trap being used. 

The collecting device was originally designed 
for use with a gravity black-light trap having a 
funnel diameter of 18 inches. It can be used with 
other sizes of light traps, such as the standard 
survey trap^ with a funnel diameter of 14 inches, 
or with an electric-grid trap having a 24-inch- 
diameter funnel. With different sized funnel 
diameters, the position of the inlet from the 
trap is varied as shown in figure 1. 
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DESIGN AND OPERATION 

The collecting device is shown in figure 2 
as used with a gravity black-light trap. The com- 
plete unit is mounted on two 4- by 4-inch posts. 
The electrical parts are listed in the table. 

The upper trap support consists of a disk of 
No. 18 gage galvanized sheet metal, or other suit- 
able material, to which the trap is mounted. The 
disk also serves as a roof for the collection con- 
tainers. A turntable positions the collection con- 
tainers under the trap funnel at the programed 
time. The turntable is secured to a vertical shaft 
supported by a brass collar-type thrust bearing 
mounted on the lower trap support. An inverted 
brass thrust bearing mounted on the upper trap 
support is used for centering the turntable. Di- 
rectly beneath the lower trap support, a cam 
wheel is also mounted on the turntable shaft. 
Twelve equally spaced cams are cut on the peri- 
phery of the cam wheel to operate the snap- 
action switch controlling the twelve 1-hour in- 
tervals. A 1-r/min, 120-volt, a. c. motor is mount- 
ed beneath the cam wheel. The turntable shaft 
is connected directly to the motor shaft. The 
motor and controls are protected from the weath- 
er by being located beneath the lower trap sup- 
port. 

The height of the collection container used 
determines the distance between the bottom of 
the upper trap support and the turntable. Large- 
mouth glass jars or metal cans work well as 
collection containers, but spacers are needed to 
hold small-diameter containers in the center of 
each turntable section. A 1/4-inch clearance be- 
tween the container and the upper trap support 
seems to be adequate. However, this clearance 
can be decreased as long as there is no binding 
between the top of the container and the sup- 
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Figure 1. — Schematic of time-interval collecting device. 





Figure 2. Collecting device mounted beneath funnel 
assembly of gravity black-light insect trap 

port. The escape of small insects can be reduced 
bv using an insect killing agent in each container 
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control the turntable manually for installing ( 
removing collection containers. In automatic pi 
sition this switch controls the operation of tl 
turntable at hourly intervals. With the switc 
in the manual position, all controls for the tun 
table motor are bypassed. In automatic positio 
the snap-action switch on the clock controls th 
circuit to a second snap-action switch on the car 
wheel and also to a 2-second time-delay rela; 
wired in parallel with the cam wheel snap-actioi 
switch. When the clock switch closes, the can 
wheel switch is in the normally open position 
and the No. 1 delay relay completes the circui 
until the turntable has moved a sufficient dis 
tance to pull the snap-action switch lever out o: 
the cam, closing the contacts which complete tin 
circuit through the switch. While the turntabh 
is moving to the next cam, the No. 1 delay relaj 
contacts open. When the cam wheel switch lever 
engages the next cam, the circuit is broken to 
the turntable motor and kept open by the delay 

relay until the clock switch deenergizes the cir- 
cuit. 

At the instant the motor is energized and 
during the travel period of the turntable, the 
circuit through the closed contacts of No. 1 relay 
or the cam wheel switch energizes another 2- 
second delay relay (No. 2) whose contacts are 
in series with a solenoid. This allows the solenoid 
to immediately withdraw a locking plunger from 
an indexing hole in the turntable plate, permit- 
ting it to turn. During the turntable travel to 

^ contacts open, de- 
ergizxng the solenoid and permitting its piling- 

Sr ™i TbM v”' Po^iMoning hole upoh 

S turntable mount- 

coSte of ‘''‘= ‘"^tPWA The 

clo”k ‘’"'y After the 

to coo. At f 

metInioSf T enclosed by a 

vino s U shown in figure 2, with a ser- 
oor eing provided as shown in figure 3 
Th.s enclosure re,uires that the collecS"on 

of the turntable™ 


4 



Electrical Parts List 


Pai't Quantity Description 


Turntable motor 1 

Timer 1 

Main switch 1 

Solenoid 1 

Turntable switch 1 

Double-pole, double-throw switch 1 

Dcday relay 2 

IKday relay socket 2 


1-r/min, 1/250-hp, 115-V, 0.32-A, 60-Hz. 
W. W. Grainger, Inc., stock No. 3M095 
or equal. 

24 h/cycle. Minimum of 2 on-off trippers/h, 
115- to 125-V, 60-Hz. W. W. Grainger, Inc., 
stock No. 2E026 or equal. 

120-V, 30-A, fusable. W. W. Grainger, Inc., 
stock No. 4X464 or equal. 

120-V, GO-Hz, intermittent duty, 1-inch stroke 
with 80-oz lift at maximum stroke. Allied 
Electi'onics, stock No. 802-1104 or equal. 

15- A, 120-V, Micro Switch BZ-2RL2-A2 or 
equal. 

16- A, 120-V, Arrow-Hart on-off-on. Allied 
Electronics, stock No. 717-0544 or equal. 

120-V, 3- A contacts. Amperite thermal relay 
No. 115C2 or equal. 

Amphenol standard octal socket No. 77 
MIPS or equal. 


* Trade names ai'e used in this publication solely for the purpose of providing specific 
information. Mention of a trade name does not constitute a guarantee or warranty of the 
[)r()duot by the U.S. Department of Agriculture or an endorsement by the Department 
over other products not mentioned. 
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Figure 3.-— Closeup of collecting device w 



